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Check your Experimental Setup: 
- Verify correct cell connections to sample.
- Check for bad reference electrode by 
trying 2-electrode measurement*.
- Check grounding: Is the potentiostat
grounded and/or should it be?

Check your cell 
cable integrity** 
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� I Get the "Calibration Results.txt" 

file from the My Gamry Data 
folder after calibration completes. 

_ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _  

* See App Note: "2,3 and 4-Electrode Experiments" (http://www.gamry.com/assets/Application-Notes/2-3-4-Electrodes.pdf) 
** See App Note: "Checking the Integrity of Your Gamry Cell Cable" (http:/ /www.gamry.com/assets/ Application-Notes/Checking-the-Integrity-of-your-Gamry-Cell-Cable.pdf)

Contact Tech Support at:
https://www.gamry.com/upport-2/
contact-technical-support/

Write a description of the 
problem, attach relevant 
files (calibration results, 
screenshots, or data files)

https://www.gamry.com/support-2/contact-technical-support/

